
INSTRUCTIONS FOR USE

STERILE WRAP RACK 
BULK STORAGE CATHETER PROCEDURE CART 
COMBINATION STYLE CATHETER PROCEDURE CART

STERILE WRAP RACK 
(SWR556EG, SWR566EG)

BULK STORAGE CATHETER PROCEDURE CART 
(CPC55EC, CPC56EC)

COMBINATION STYLE CATHETER 
PROCEDURE CART 

(CPC3/2LC, CPCD3/2LC)
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INSTRUCTIONS FOR USE 
(Two People Required For Assembly)

Tapered  
End Up

1

2nd - Groove

2

Swivel 
Caster

Note:  2- Brake 
Casters are used in 
Bulk Storage Catheter 
Procedure Cart And 
Sterile Wrap Rack.

2-1

Brake 
Caster

6

UP-23 Grooves

7

3 4

5

Note: Solid bottom shelf is 
used on Sterile Wrap Rack



8

Sterile Wrap Rack

UP-22 Grooves

UP-2 Grooves

8-1

9

Bulk Storage Catheter Procedure Cart

UP-32 Grooves

UP-12  
Grooves

10
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13

Top Groove 
(TYP)

14

THIS COMPLETES THE ASSEMBLY  
OF STERILE WRAP RACK

15

Top Groove 
(TYP)

11 OFFSET WIRES FACE OUT
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THIS COMPLETES THE ASSEMBLY  
OF BULK STORAGE CATHETER 

PROCEDURE CART

LEDGE OVAL WIRES FACE OUTWARD

1816
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INSTRUCTIONS FOR USE 
(Two People Required For Assembly)

Tapered  
End Up

1

2nd - Groove

2

3 4

2 1/8”

5

Cut-down 
Posts

LEGS UP

6

UP-13 
Grooves

UP-14 Grooves

ORIENT MAT 
WIRES FRONT 

TO BACK
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UP-15 
Grooves

8

9

UP-3 Grooves

10

UP-15 
Grooves
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UP-32 
Grooves

UP-52 Grooves
UP-8  

Grooves
3rd Shelf

12 13

14

OFFSET WIRES FACE IN
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15

Top Groove 
(TYP)

16

FASTEN THE 
SUPERSTRUCTURE 

TO DOLLY

17

18 INSTALL SUPER SLIDES AND HANGER BARS
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19

20

21

INSTALL LEDGES, CATHETER HOOKS, BINS, 
BIN MARKERS AND TOTE BOXES

THIS COMPLETES THE ASSEMBLY OF  
COMBINATION STYLE CATHETER  

PROCEDURE CARTS
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LOAD RATINGS

The following are maximum safe load carrying capacities:
1.  Catheter Hook - 5lbs. max. uniformly distributed.
2.  Hanger Bar - 50 Ibs. max. uniformly distributed.
3.  Carriage - 200 Ibs. max. uniformly distributed.

Catheter Side Bar

ACCESSORY ITEMS
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* Save this document for future application, load rating and/or safety reference.


